Coaxial atomic force microscope probes for imaging with dielectrophoresis

The Harvard community has made this article openly available. Please share how this access benefits you. Your story matters

Citation

Published Version
doi:10.1063/1.3585670

Citable link
http://nrs.harvard.edu/urn-3:HUL.InstRepos:12585270

Terms of Use
This article was downloaded from Harvard University’s DASH repository, and is made available under the terms and conditions applicable to Other Posted Material, as set forth at http://nrs.harvard.edu/urn-3:HUL.InstRepos:dash.current.terms-of-use#LAA
Coaxial atomic force microscope probes for imaging with dielectrophoresis

Keith A. Brown, Jesse Berezovsky, and R. M. Westervelt

Department of Physics, Harvard University School of Engineering and Applied Science, Cambridge, Massachusetts 02138, USA

(Received 20 December 2010; accepted 12 April 2011; published online 2 May 2011)

We demonstrate atomic force microscope (AFM) imaging using dielectrophoresis (DEP) with coaxial probes. DEP provides force contrast allowing coaxial probes to image with enhanced spatial resolution. We model a coaxial probe as an electric dipole to provide analytic formulas for DEP between a dipole, dielectric spheres, and a dielectric substrate. AFM images taken of dielectric spheres with and without an applied electric field show the disappearance of artifacts when imaging with DEP. Quantitative agreement between our model and experiment shows that we are imaging with DEP. © 2011 American Institute of Physics. [doi:10.1063/1.3585670]

The atomic force microscope (AFM) has proved to be a useful tool to study dielectric materials at the nanoscale. Many AFM imaging modes have emerged to study dielectric materials. Scanning polarization force microscopy has been used to study the dielectric properties of adsorbed liquid films. Electrostatic force microscopy has been used to quantitatively measure the dielectric constant and dielectric spectrum of thin films. Techniques such as scanning near field microwave microscopy, scanning nonlinear dielectric microscopy, and scanning capacitance microscopy directly observe electrical signals that vary with local dielectric properties. Coaxial AFM probes have previously been used for microassembly and near field optical and microwave microscopy.

In this paper, we demonstrate dielectrophoretic imaging with a coaxial AFM probe. Imaging with dielectrophoresis (DEP) can provide topographical information as well as information about the local dielectric constant and spectrum. We begin by modeling a coaxial probe as an electric dipole to find an analytic formula for the dielectrophoretic force due to a dielectric sphere and dielectric substrate. The simulated electric field of a coaxial AFM probe is found to be well approximated by a dipolar electric field. We topographically image microspheres with a coaxial probe and find many artifacts due to the similar size of the tip and the microspheres. Imaging the same spheres under the same imaging conditions with an applied electric field improves the imaging quality and removes artifacts from tip shape. A dipole model of dielectrophoretic imaging with the coaxial tip provides an accurate fit to topographical scans of microspheres showing that imaging with DEP allows for greatly improved noncontact imaging.

We model a coaxial probe as an electric dipole to find the dielectrophoretic force between a coaxial probe and dielectric spheres. Consider a dipole \( \vec{p} \) in vacuum oriented in the \( z \)-direction, as shown in the inset of Fig. 1. A nearby dielectric sphere of permittivity \( \varepsilon_p \) and radius \( a \) will become polarized and experience a dielectrophoretic force,

\[
\vec{F} = 2\pi a^3 \left( \frac{\varepsilon_p - \varepsilon_0}{\varepsilon_p + 2\varepsilon_0} \right) \vec{E}^2,
\]

where \( \varepsilon_0 \) is the permittivity of free space and \( E \) is the electric field created by the dipole. In a vacuum, the sphere is pulled toward electric field maxima; this is positive DEP. The \( z \)-component of the force on the dipole due to the sphere is found by substituting the electric field of a dipole into Eq. (1),

\[
F_{\text{sphere}} = -\frac{3\pi a^3}{\varepsilon_0} \left( \frac{\varepsilon_p - \varepsilon_0}{\varepsilon_p + 2\varepsilon_0} \right) \frac{z^3}{(z^2 + \rho^2)^{\frac{3}{2}}},
\]

where \( z \) and \( \rho \) are axial and radial distances, respectively, from the dipole as shown in the inset of Fig. 1. The full-width at half-max (FWHM) of \( F_{\text{sphere}} \) versus \( \rho \) is FWHM = \( 2z(2^{1.5} - 1) \). If the dielectric sphere is resting on a substrate with permittivity \( \varepsilon_s \), the first order contribution of the substrate to the force on the dipole may be calculated by evaluating the force between the dipole and its image dipole in the substrate,

\[
\rho' = \rho + \varepsilon_s / \varepsilon_0.
\]

The force from the substrate without the sphere is then,

\[
F_{\text{sub}} = \frac{3\pi a^3}{\varepsilon_0} \left( \frac{\varepsilon_p - \varepsilon_0}{\varepsilon_p + 2\varepsilon_0} \right) \frac{z^3}{(z^2 + \rho'^2)^{\frac{3}{2}}},
\]

FIG. 1. (Color online) Force on an electric dipole \( \rho \) as it is translated over a dielectric sphere. The dots indicate force from the sphere, the gray line indicates force from the substrate, and the black line indicates their sum. Inset: schematic of the model in which the dipole \( \rho \) rests a distance \( z \) above and \( \rho \) from the center of a dielectric sphere of radius \( a \) and dielectric permittivity \( \varepsilon_p \). The sphere rests on a substrate of dielectric permittivity \( \varepsilon_s \). An image dipole \( \rho' = \rho + \varepsilon_s / \varepsilon_0 \) is generated in the substrate. For the force calculation, \( z = a \) and all materials are silica, \( \varepsilon_p = \varepsilon_s = 3.8\varepsilon_0 \).

---

8Present address: Currently at Department of Physics, Case Western Reserve University, USA.
9Electronic mail: westervelt@seas.harvard.edu.
\[ E = \frac{p}{2\pi\epsilon_0(z+L)^3}. \]  

where \( L \) is the displacement of the dipole into the body of the probe as depicted in Fig. 2(b). This fitting results in \( L \approx 0.75R \) and \( p \approx 26\epsilon_0V^2R^2 \). Here, the electric field at the tip is chosen to be equal to the dielectric breakdown of microgaps in air \( E_{BD} \approx 0.75 \text{ MV/cm} \), imposing a maximum dipole strength for a given probe, \( p \approx 9.1e_0E_{BD}R^2 \). A tradeoff becomes evident, increasing the insulator thickness \( R \) increases the strength of the dipole but moves it further away from the sample. Figure 2(d) illustrates this tradeoff as the FWHM increases linearly with \( R \) while the maximum force increases to a maximum at \( R = 8a \) then decreases at larger \( R \).

Coaxial AFM probes [Fig. 2(a)] were fabricated by a previously described method. \(^{11} \) Cleaned AFM probes (Arrow-NC—Nanoword AG) were mounted on a metal carrier. Ohmic contacts are made to the probe by thermal evaporation of 15 nm of Ti and 100 nm of Al and annealing for 30 min at 325 °C in forming gas (20:1N2:H2). Probes are then coated in 500 nm of SiNx using chemical vapor deposition. Next, a 15 nm layer of Cr and a 30 nm layer of Au layer are deposited using thermal evaporation. The coaxial apertures are exposed using a focused ion beam. To create dielectric samples, a dilute suspension of 1 ± 0.05 μm diameter silica beads (Polysciences, Inc.) is dried on a freshly cleaned silicon wafer that has a 300 nm layer of thermal oxide. The probes are mounted in an Asylum Research MFP-3D commercial AFM. The excitation voltage is created with a high voltage switchable power supply (BOP 500—Kepco Inc.). AFM measurements are performed in air at relative humidity below 20% to reduce the effects of adsorbed water.

We demonstrate AFM imaging with DEP of a monolayer of silica microspheres. To image topographic features, we perform amplitude modulation AFM (AM-AFM) in which the tip is shaken near its resonance frequency and moved toward the sample until the oscillation amplitude decreases to a specified set point. Figure 3(a) shows a topographic image with no applied voltage. Under these conditions, the tip is intermittently striking the surface, which gives rise to imaging artifacts due to the similar size of the tip and features on the sample. In particular, the microspheres are difficult to discern because the pyramidal shape of the probe is visible. Figure 3(b) shows the same region imaged again with 50 Vrms applied to the probe at 5 kHz. The microspheres are now clearly visible and tip shape artifacts are gone. This is because DEP provides an attractive force strong enough such that the tip does not actually touch the surface, making this a noncontact imaging mode which allows the tip to be treated as a point dipole. It is important to note that the only difference in the imaging conditions is the addition of the voltage, the imaging conditions are otherwise identical. This approach provides a powerful approach for noncontact imaging of dielectric structures and materials.

A dipole model of the tip provides excellent agreement with topographical scans of the silica microspheres. We find agreement between a topographic line trace from Fig. 3(b) and a contour of constant force from the dipole model which demonstrates that we are imaging with DEP. The black line in Fig. 3(c) is a line cut from Fig. 3(b) across the peaks of the microspheres. We estimate the tip-sample force \( F_{TS} \) in AM-AFM using a relationship valid in cases when the dominant

![Figure 2](image-url)
interactions are conservative and only have significant values at the point of closest approach,\(^1\)

\[
F_{TS} \approx \frac{k A_0}{2Q} \sqrt{1 - \frac{A^2}{A_0^2}},
\]

(5)

where \(k\) is the effective spring constant, \(A_0\) is the free space amplitude, \(A\) is the damped oscillation amplitude, and \(Q\) is the mechanical quality factor of the cantilever. In our experiment, \(k=39\) nN/nm, \(A_0=162\) nm, \(A=88\) nm, \(Q=534\), predicting \(F_{TS} \approx 2.9\) nN. In order to independently estimate this force with our dipole model, we calculate the force on a dipole above a hexagonally close packed monolayer of beads with \(a=500\) nm and \(\varepsilon_p=3.8\varepsilon_0\), resting on a substrate with \(\varepsilon_S=3.8\varepsilon_0\). We perform a least-squares fit contours of constant force to the experimental data with the best fit shown as a lighter line in Fig. 3(c). The dipole model tracks the experimental data very well. Using a value for \(p=4 \times 10^{-22}\) Cm predicted from the maximum dipole scaling with \(R=400\) nm, we find the best fit force to be \(F_{TS}\approx 2.1\) nN. The agreement between the force estimated by this method and the force estimated from the AM-AFM conditions shows that we are indeed imaging with DEP.

A comparison of DEP imaging with coaxial and unshielded probes illuminates the advantages of coaxial probes. An unshielded probe with tip radius \(R_{tip}\) is approximated by an electric monopole a distance \(R_{tip}\) above a sample\(^2\) while we have shown that a coaxial probe is well approximated by an electric dipole \(0.75R\) above a sample. While imaging with DEP, both have spatial resolution comparable to the tip size, but the field of a dipole decays more quickly with distance so coaxial probes are less sensitive to distant features. By fabricating coaxial probes with smaller tips, it is possible to obtain superior spatial resolution than is possible with unshielded probes. The spatial resolution is given by the FWHM of \(F_{sphere}\) versus \(\rho\) while imaging a sphere of vanishing radius, \(a \to 0\). Using the expressions above and the electric field of a monopole,\(^1\) we find unshielded probes have FWHM \(\approx 1.0R_{tip}\) while coaxial probes have FWHM \(\approx 0.6R\).

We have shown that DEP may be used as a force contrast mechanism in AM-AFM and that coaxial AFM probes are well suited to image with this mechanism. This imaging technique is not limited to dielectric objects as conducting materials have large permittivities. Furthermore this method is well suited to study buried structures and structures with complex topography because of its noncontact method nature.

We thank Keith Jones at Asylum Research for helpful discussions, Jiangdong Deng for assistance with the AFM, and Jim MacArthur for help with electronics. We acknowledge support by the Department of Defense through a National Defense Science and Engineering Graduate (NDSEG) Fellowship, the National Cancer Institute MIT-Harvard Center of Cancer Nanotechnology Excellence, and the Department of Energy under Grant No. DE-FG02-07ER46422.

---