Convex Lens-Induced Confinement for Imaging Single Molecules

Citation

Published Version
doi:10.1021/ac101041s

Permanent link
http://nrs.harvard.edu/urn-3:HUL.InstRepos:13041035

Terms of Use
This article was downloaded from Harvard University’s DASH repository, and is made available under the terms and conditions applicable to Open Access Policy Articles, as set forth at http://nrs.harvard.edu/urn-3:HUL.InstRepos:dash.current.terms-of-use#OAP

Share Your Story
The Harvard community has made this article openly available. Please share how this access benefits you. Submit a story.

Accessibility
Fluorescence imaging is used to study the dynamics of a wide variety of single molecules in solution or attached to a surface. Two key challenges in this pursuit are (1) to image immobilized single molecules in the presence of a high level of fluorescent background and (2) to image freely diffusing single molecules for long times. Strategies that perform well by one measure often perform poorly by the other. Here, we present a simple modification to a wide-field fluorescence microscope that addresses both challenges and dramatically improves single-molecule imaging. The technique of convex lens-induced confinement (CLIC) restricts molecules to a wedge-shaped gap of nanoscale depth, formed between a plano-convex lens and a planar coverslip. The shallow depth of the imaging volume leads to 20-fold greater rejection of background fluorescence than is achieved with total internal reflection fluorescence (TIRF) imaging. Elimination of out-of-plane fluorescence leads to 20-fold greater rejection of background fluorescence when imaging surface-immobilized molecules, and it should be no more than one fluorophore, on average, within a detection volume. Techniques with a smaller detection volume can detect single molecules in the presence of a higher background concentration. Among common imaging techniques, the maximum concentrations for detecting single molecules are ranked: zero-mode waveguides\(^2\) > total internal reflection fluorescence (TIRF)\(^3\) > confocal > epifluorescence. (See Table 1.) However, a smaller detection volume leads to a shorter diffusion-limited transit time. The observation times for freely diffusing molecules in these same imaging techniques are ranked: epifluorescence > confocal > TIRF > zero-mode waveguides.

A strategy to circumvent this trade-off is to immobilize single molecules in confined volumes without direct surface attachment. This idea has been applied to study single molecules in liposomes,\(^4,5\) water-in-oil emulsions,\(^6\) nanofabricated devices,\(^7\) and the anti-Brownian electrokinetic trap (ABEL trap),\(^8,9\) but these systems are complex to build and operate.

We developed a simple device that dramatically improves imaging of single biomolecules. The device improves background rejection when imaging surface-immobilized molecules, and it increases observation time when imaging freely diffusing molecules. The convex lens-induced confinement (CLIC) system restricts molecules to a fluid film with nanometer dimensions perpendicular to the imaging plane. The confinement reduces the vertical dimension of the imaging volume and, thereby, improves background rejection. The confinement also keeps freely diffusing single molecules in the focal plane of the microscope and, thereby, increases imaging time. Additionally, one can use the CLIC system to determine the size of macromolecules because macromolecules are excluded from regions where the molecular diameter is larger than the depth of confinement.

In its simplest incarnation, the CLIC device consists of a plano-convex lens, curved side down, resting on top of a coverslip (Figure 1). The region surrounding the point of contact is imaged in an inverted fluorescence microscope. The lens-coverslip gap

---

**Convex Lens-Induced Confinement for Imaging Single Molecules**

Sabrina R. Leslie, Alexander P. Fields, and Adam E. Cohen*

Departments of Chemistry and Chemical Biology and of Physics, Harvard University, Cambridge, Massachusetts 02138

---

*To whom correspondence should be addressed. E-mail: cohen@chemistry.harvard.edu.


Table 1. Comparison of Single-Molecule Imaging Techniques

<table>
<thead>
<tr>
<th>Imaging Modality</th>
<th>Dimensions of Imaging Volume (µm²)</th>
<th>Maximum Concentration of Single Molecules</th>
<th>Observation Time (D = 100 µm²/s)</th>
<th>Number of Single Molecules Observed Simultaneously</th>
</tr>
</thead>
<tbody>
<tr>
<td>TIRF</td>
<td>100 × 100 × 0.1</td>
<td>100 nM</td>
<td>500 µs (vertical)</td>
<td>Hundreds</td>
</tr>
<tr>
<td>Confocal</td>
<td>0.3 × 0.3 × 1</td>
<td>10 nM</td>
<td>200 µs (in-plane)</td>
<td>One</td>
</tr>
<tr>
<td>Zero-mode waveguides</td>
<td>0.04 × 0.04 × 0.02</td>
<td>50 µM</td>
<td>2 µs (vertical)</td>
<td>One per waveguide</td>
</tr>
<tr>
<td>ABEL trap</td>
<td>3 × 3 × 0.8</td>
<td>200 pM</td>
<td>2 s (photobleaching)</td>
<td>One</td>
</tr>
<tr>
<td>CLIC</td>
<td>100 × 100 × 0.005</td>
<td>2 µM</td>
<td>25 s (in-plane)</td>
<td>Hundreds</td>
</tr>
</tbody>
</table>

* TIRF and CLIC are wide-field techniques that allow imaging of many molecules simultaneously. Zero-mode waveguides can be imaged individually or in an array format. The concentration limit on single-molecule detection is estimated at one molecule in the smaller of the imaging volume or the diffraction-limited point spread function. Numbers are approximate. The parameter limiting the observation time is given in parentheses after the time. Vertical: diffusion perpendicular to the imaging plane. In-plane: diffusion within the imaging plane. The ABEL trap requires high count rates per fluorophore, typically 50–70 kHz, to provide the tracking signal needed for real-time feedback on single fluorophores. The ABEL trap cannot trap single fluorophores at lower count rates because the tracking becomes so uncertain that the molecule can escape from the trap. In the CLIC device, one can make a trade-off between excitation intensity (and hence photobleaching rate) and tracking precision. It is often advantageous to use a lower count rate per fluorophore in CLIC than is needed in the ABEL trap.

**EXPERIMENTAL SECTION**

**Construction of the CLIC Device.** The CLIC device is designed to bring the lens into gentle contact with the coverslip, while minimizing fluid shear and flexure of the coverslip (Figure 1). A stainless steel rod is glued to extend radially from the edge of a convex lens (ThorLabs LA 4600, LA 4765, or LA 4936, R = 46, 23, and 13.8 mm, respectively). The rod pivots about a horizontal axis on a pair of jewel bearings (Small Parts VJPX-7D-46, 23, and 13.8 mm, respectively). The distal end of the rod contains a counterweight to minimize the force of the lens on the coverslip. A micrometer is positioned to push down on the counterweight, raising or lowering the lens. The entire assembly is mounted on an XYZ translation stage (Thorlabs DT12). The liquid sample is placed on a fused silica coverslip (Esco R425025 S1-UV) and contained by an annular PDMS gasket.

**Surface Coatings to Prevent Nonspecific Adsorption.** The surfaces of the lens and coverslip are passivated in one of several ways to prevent nonspecific molecule–surface interactions. In studying nucleic acids, we preincubate the lens and coverslip surfaces with a 1% solution of polyvinylpyrrolidone (PVP; MW 1.3 MDa; Sigma-Aldrich 437190) for 20 min. In studying diffusing lipid vesicles, we preincubate the surfaces with unlabeled vesicles to form a lipid bilayer. In studying proteins, we coat the surfaces with polyethylene glycol (PEG; Vectabond Reagent SP-1800 and MPEG-SVA-5000, Laysan Bio Inc.), following the

---

height varies smoothly from zero at the point of contact, to hundreds of micrometers at positions far from the point of contact, according to

\[ h = \frac{1}{2} \frac{r^2}{R} \]  

where \( r \) is the distance from the point of contact and \( R \) is the radius of curvature of the lens (Figure 2a). This simple formula agrees quantitatively with in situ calibration (see Supporting Information Method 6). For example, in a 100 µm × 100 µm field of view centered on the point of contact, with a 100 µm focal length lens (\( R = 46 \) mm), the gap varies from 0 to 27 nm. Optical measurements at a series of points spaced by micrometers lead to information on molecular properties at a series of confinements spaced by nanometers.

We constructed an apparatus in which a micrometer and jewel bearing are used to raise and lower a lens from a coverslip surface in a controlled manner. We present single-molecule measurements that demonstrate the capabilities of the CLIC device. These include: (a) measurements on single immobilized molecules in the presence of a high concentration of freely diffusing fluorescent molecules; (b) counting of transmembrane proteins in freely diffusing lipid vesicles; and (c) direct mechanical measurements of size and compressibility of double stranded DNA.
manufacturer’s procedure. In addition, we use a buffer in which unlabeled bovine serum albumin (BSA) has been dissolved at 0.4% by mass. In each case, we flow buffer through the CLIC system following the surface passivation step. It is crucial to keep the lens and coverslip wet throughout the measurement.

**Operation of the CLIC Device.** The x and y axes of the translation stage are used to position the lens in the field of view of the microscope. The counterbalance is adjusted so the freely pivoting lens is slightly forward weighted, to ensure good lens–coverslip contact. Beginning with a clean, dry coverslip, the z translation axis is lowered until the lens makes contact with the coverslip. Next, the micrometer is adjusted to raise the lens. The sample is pipetted slowly onto the coverslip so that it flows between the lens and coverslip. Finally, the micrometer is adjusted to lower the lens slowly onto the coverslip.

Multiple measurements of the same sample may be performed by raising the lens slightly with the micrometer, adjusting the x and y translation axes, and relowering the lens. The sample is pipetted slowly onto the coverslip so that it flows between the lens and coverslip. Finally, the micrometer is adjusted to lower the lens slowly onto the coverslip.

Fluorescence images are acquired using an inverted epifluorescence microscope (Olympus IX71), a 60× oil-immersion objective (N.A. 1.45, Olympus 1U2B616), and an EMCCD camera (512 × 512 CCD with 16 µm pixels, Andor iXon DU-897E-CS0-#BV). The lens–coverslip point of contact is determined by illuminating the sample with white light and imaging Newton’s rings, formed by the interference of light reflected from the lens and coverslip surfaces.

In each experiment, a series of images at different positions under the lens is acquired using a motorized translation stage.

**RESULTS**

**Measurements of Single Immobilized Molecules in the Presence of a High Background Concentration of Freely Diffusing Fluorophores.** TIRF provides the smallest detection volume of the conventional far-field imaging techniques. The depth of this volume is $h_{\text{TIRF}} \approx \frac{\lambda}{2\pi}$, where $\lambda$ is the excitation wavelength, and the lateral dimensions are set by the diffraction limit of the objective. In a typical setup with illumination at $\lambda = 633$ nm and an objective with numerical aperture NA = 1.45, $h_{\text{TIRF}} \approx 100$ nm, and single-molecule detection is possible up to a background concentration $C_{\text{TIRF}}^{\text{max}} \approx 100$ nM.

In the CLIC system, the depth of the imaging volume is given by eq 1. Near the point of contact, $h_{\text{CLIC}} < h_{\text{TIRF}}$. Therefore, single immobilized molecules can be detected against a higher background concentration of fluorophores by CLIC than by the other far-field techniques (Table 1).

We demonstrate this improved rejection of background by comparing images taken with CLIC to images taken with TIRF (Figure 2). As a model system, we use DNA oligonucleotides labeled with a single fluorophore and immobilized on a coverslip, imaged in the presence of a variable concentration of free dye. (See Supporting Information Method 2.) Figure 2 shows that detection of single immobilized molecules is possible up to a background concentration of free dye $C_{\text{CLIC}}^{\text{max}} \approx 2$ µM, 20-fold higher than $C_{\text{TIRF}}^{\text{max}}$. Single molecules are only visible where the lens confines the solution to a sufficiently thin depth that background molecules do not contribute substantially to the observed signal.


![Figure 2. CLIC measurements of immobilized fluorescent objects in the presence of freely diffusing fluorophores.](image-url)
Long-Time Observation of Single Freely Diffusing Fluorescent Particles. Surface immobilization allows long-time observation of single molecules, but may disrupt molecular function and misses the information on particle size that is encoded in diffusive trajectories. By restricting diffusion to a quasi-planar gap whose height is less than the focal depth, CLIC enables freely diffusing molecules to be observed for times limited either by photobleaching or by lateral diffusion out of the field of view. In CLIC, a molecule must diffuse ~100 µm to exit the field of view, while in TIRF and confocal fluorescence correlation spectroscopy (FCS) the molecule need only diffuse <1 µm to escape the detection volume. This difference in diffusion distances leads to diffusion-limited observation times ~104-fold longer in CLIC than achieved by TIRF or FCS (Table 1). Due to the in-plane confinement, CLIC is restricted to liquid and quasi-planar samples, while FCS and other confocal techniques can probe extended three-dimensional objects.

We used CLIC to observe freely diffusing lipid vesicles containing a small number of fluorescently labeled transmembrane proteins. Blue-absorbing proteorhodopsin (BPR) singly labeled with Atto 647N was inserted at low copy number into vesicles of diameter \( d = 180 \pm 40 \text{ nm} \), determined by dynamic light scattering. (See Supporting Information Method 3.) The diffusive trajectories of \( n = 70 \) vesicles were followed for times up to 25 s, limited by photobleaching (Figure 3a and Supporting Information Movie 1), using custom particle-tracking software (See Supporting Information Method 4.) By counting the number of photobleaching steps, we determined the number of proteins in each vesicle (Figure 3b). The large peak at single occupancy establishes that BPR inserts into vesicles as a monomer.

The distribution of single-vesicle diffusion coefficients (Figure 3c) is peaked at \( D = 1.8 \mu m^2/s \), consistent with the value \( D = 2 \mu m^2/s \) reported by dynamic light scattering. The distribution shows significant broadening beyond the Gaussian spread expected from finite sampling of diffusive trajectories. To estimate the expected variation in \( D \) due to hydrodynamic coupling to the walls, we used the theory and experiment of Faucheux and Libchaber for diffusion of a spherical particle between planar walls. At the 450 nm-thick edge of the field of view, their results imply that \( D \) is approximately 60% of the bulk value, while on the 1.5 µm side \( D \) is 80% of bulk. Due to sampling bias toward the thicker side, we expect hydrodynamic wall coupling to contribute a variation of less than 25% over the field of view.

Direct Mechanical Measurement of Molecular Size and Compressibility. One often wishes to determine the size of a molecule or, more generally, the distribution of sizes in an ensemble of molecules. CLIC provides an alternative to conventional methods such as gel electrophoresis, dynamic light scattering, and fluorescence correlation spectroscopy and avoids some of the limitations of these techniques.

Molecules are physically excluded from regions in which the gap height is less than the molecular diameter. This exclusion is employed to determine the molecular size. For a sample of monodisperse hard spheres of diameter $d$, a fluorescent image centered on the point of contact shows a disk inside of which there is no fluorescence (Figure 4a). At the boundary of this disk, the gap height $h = d$. One measures the radius, $r$, of the excluded disk and, from the known dependence of $h$ on $r$, determines $d$. This principle has previously been applied to determine the sizes of micrometer-scale particles.15

We apply this principle to determine the diameter of nanometer-scale plasmid DNA and protein molecules. (See Supporting Information Method 5.) The spatial profile of fluorescence, $I$, is related to the projected areal concentration of molecules, $\Sigma$, by $I = B_0 \Sigma$ where $B_0$ is a constant dependent on excitation power, labeling density, photophysical properties of the fluorophore, and optical collection efficiency. The procedure for extracting $I(h)$ from images is given in Supporting Information Method 6. Figure 4b shows fluorescence vs gap height, $I(h)$, for linearized plasmids labeled with the intercalating dye YOYO-1. At large gaps, $I$ is a linear function of $h$ (provided that $h$ is smaller than the depth of focus). A fit to this linear region is extrapolated down to the $h$-intercept. The value of $h$ at the intercept yields an effective molecular diameter, $\delta = 0.38 \pm 0.04 \mu m$ for $\phi X$174 and $\delta = 0.30 \pm 0.06 \mu m$ for pUC19. These values are in good agreement with the predicted diameters of gyration $d_g = 0.40 \mu m$ for $\phi X$174 and 0.26 $\mu m$ for pUC19, calculated using ref 16.

In contrast to the sharp cutoff at small $h$ expected for hard spheres, the intensity profile of the DNA samples has a gradual cutoff, with many molecules diffusing into regions with $h < \delta$. DNA can adopt many conformations, some of which are thin enough to enter the “excluded region”; however, such conformations are entropically disfavored.

The free energy to transfer molecules into the gap from the bulk determines the areal density profile of the molecules. The density profile is $\Sigma = C_0 h \exp(-U(h)/k_b T)$, where $C_0$ is the bulk concentration, $k_b$ is the Boltzmann constant, $T$ is the absolute temperature, and $U(h)$ is the potential of mean force, closely related to the free energy. (See Supporting Information Discussion 1.) We apply this concept to measure $U(h)$ of linearized plasmid DNA (Figure 4c). Rearranging the expression for the Boltzmann factor yields

$$U(h) = -k_b T \ln(I/h) + k_b T \ln(B_0 C_0)$$  \hspace{1cm} (2)

The second term on the right-hand side is an additive constant and is obtained by setting $U(h) \to 0$ at large $h$. Thus, it is not necessary to know the constants $B_0$ or $C_0$.

$U(h)$ is predicted to follow a scaling relation $U(h)/k_b T \sim (R_g/h)^4$. For ideal noninteracting chains, $q = 2$17 while polymer-surface attraction is expected to lower the value of $q$.18 We measure $q = 1.3 \pm 0.3$ in the weak confinement regime ($h \geq \delta$) for $\phi X$174 (Figure 4c).

Interactions with the surface can bias the measurement of the molecular diameter by introducing additional spatially varying components to $U(h)$. These interactions may be minimized by coating the surfaces with adsorption-resisting layers, such as PEG, BSA, or lipid bilayers. Operation at high ionic strength minimizes electrostatic interactions,19 although some intermolecular interactions are disrupted at high salt concentration. Surface interactions introduce the largest bias to estimates of molecular size when the range of the interaction is comparable to the size of the molecules. For example, images of a mixture of free Alexa 647 ($d \sim 1 \text{ nm}$) and BSA labeled with Alexa 488 ($d \sim 3 \text{ nm}$) show a larger excluded disk for the BSA than for the Alexa 647, as expected (Figure 5a,b). However, the molecular diameters determined via CLIC ($\delta_{BSA} = 5.2 \pm 4 \text{ nm}; \delta_{Alexa} = 3.4 \pm 3 \text{ nm}$) are larger than the true molecular diameters (Figure 5c). Thus, for molecules in the low nanometer range, CLIC provides a

---


Analytical Chemistry, Vol. xxx, No. xx, Month XX, XXXX
Figure 5. Measuring the size of small molecules by their physical exclusion. Fluorescence images of (a) Alexa 647 (d ~ 1 nm; Cₐ = 50 nM) and (b) BSA labeled with Alexa 488; (d ~ 3 nm; Cₐ = 300 nM) under the same conditions. The BSA is excluded from a larger region than is the free dye. Scale bar 20 µm. The profiles of BSA from (c) and a separate measurement of Alexa 647. Linear fits to I(h) performed at h > 10 nm yield δₐ₅₈₄ = 5.2 ± 4 nm and δₐ₆₄₇ = 3.4 ± 3 nm.

DISCUSSION

The CLIC system facilitates new biophysical measurements by providing improved background rejection and extended observation time. For instance, CLIC may enable single-molecule studies of interactions between surface-bound receptors and freely diffusing ligands with Kᵢ values up to several µM. Long-time observations of lipid vesicles allow counting of fluorescently labeled components by the number of photobleaching steps. Deviations from Poisson statistics indicate interactions among these components. Such counting could be applied to clathrin around endocytic vesicles, to determine the stoichiometry of transmembrane complexes, and to study the composition of synaptic vesicles.

The graded confinement of CLIC provides insights into the coupling between molecular geometry and chemical function. Simultaneous imaging of freely diffusing protein and DNA molecules could resolve protein–DNA binding and the resulting changes in the diameter of the DNA polymer coil. Force–extension curves of DNA have been studied extensively; CLIC probes the force–compression curve which is much less understood. The latter quantity is relevant to packaging of DNA in cells and viruses. CLIC may also enable measurements of interactions between surface-bound and free molecules as a function of molecular confinement, for instance, mimicking ligand–receptor binding in synapses and intercellular junctions.

Several related approaches have been developed to study molecules in confinement. The surface force apparatus (SFA) has been widely applied to study the mechanical properties of molecules in nanoscale gaps. While CLIC does not directly measure forces in the gap, it complements the SFA by providing sensitive optical access, enabling measurements of molecular conformations, dynamics, and diffusion. Nanofabricated slits and wedges are also used to study molecules confined to planar gaps. These chips are appropriate for portable device applications, but the CLIC approach is simpler to implement in a laboratory setting and avoids the laborious steps of microfabrication. Finally, a device with a geometry similar to CLIC has been used to study quantum electrodynamic effects on the fluorescence of dye molecules in reflective nanocavities.

ACKNOWLEDGMENT

We thank Paul Handorff for technical assistance, Halil Bayraktar and Joel Kralj for preparation of fluorescently labeled lipid vesicles, Amy Xu for a sample of fluorescently labeled BSA, Min Ju Shon for help constructing the apparatus, and Jennifer Hou for help with particle tracking. This work was supported by a Mary Fieser Postdoctoral Fellowship (S.R.L.), NSF Grant CHE-0910824, and the Materials Research Science and Engineering Center (MRSEC) of Harvard University under NSF Grant DMR-0820484.

SUPPORTING INFORMATION AVAILABLE

Additional information as noted in text. This material is available free of charge via the Internet at http://pubs.acs.org.

Received for review April 20, 2010. Accepted June 7, 2010.

AC101041S