Comparison of Heart Rate Monitor and Accelerometer for Measuring Energy Expenditure Under Field Conditions

Citation

Published Version
http://dx.doi.org/10.1002/ajpa.21030

Permanent link
http://nrs.harvard.edu/urn-3:HUL.InstRepos:2958492

Terms of Use
This article was downloaded from Harvard University’s DASH repository, and is made available under the terms and conditions applicable to Open Access Policy Articles, as set forth at http://nrs.harvard.edu/urn-3:HUL.InstRepos:dash.current.terms-of-use#OAP

Share Your Story
The Harvard community has made this article openly available. Please share how this access benefits you. Submit a story.

Accessibility
Comparison of heart rate monitor and accelerometer for measuring energy expenditure under field conditions
Meredith W. Reiches, Katherine C. Sharrock, S. Moore, Andrew M. Prentice, Peter T. Ellison

Abstract:
Life history models predict differential energy allocation patterns among growth, maintenance, and reproduction under varying ecological conditions. The assessment of energy expenditure is one important tool in quantifying energy allocation; activity is more immediately modifiable than endocrine or genetic factors. In a pilot project among subsistence agriculturalists in The Gambia, West Africa, we tested the efficacy of accelerometers against heart rate monitors for measuring energy expenditure in free-living Gambian women. While accelerometers are light, do not require contact with the skin, and may be programmed to start and stop at predetermined times, they record movement rather than exertion. Both devices were calibrated to oxygen consumption, and individual regression lines for energy produced in Watts were computed. Women wore heart rate monitors and hip and arm accelerometers for approximately twelve hours, during which they were observed for two hours, and activity and intensity level were recorded.
Results indicate that, in this sample, an accelerometer worn on the hip is as effective as heart rate monitoring in measuring energy expenditure. Though activity counts spike more easily than heart rate, a rolling average of activity counts yields a qualitatively comparable energy expenditure curve to heart rate. Accelerometer activities recorded at the upper arm and the hip were generally concordant, but showed significant periods of divergence. Focal observations suggest that certain typical activities may be missed by one accelerometer location or the other. We conclude that differences in energy expenditure between individuals and between groups can be obtained in field conditions using hip accelerometers.