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Acquisition of high-resolution images from within internal organs using endoscopic optical 

imaging has numerous clinical applications. However, difficulties associated with optical 

aberrations and the trade-off between transverse resolution and depth-of-focus significantly 

limit the scope of applications. Here, we integrate a metalens, with the ability to modify the 

phase of incident light at sub-wavelength level, into the design of an endoscopic optical 

coherence tomography catheter (termed nano-optic endoscope) to achieve near diffraction-

limited imaging through negating non-chromatic aberrations. Remarkably, the tailored 

chromatic dispersion of the metalens in the context of spectral interferometry is utilized to 

maintain high-resolution imaging beyond the input field Rayleigh range, easing the trade-

off between transverse resolution and depth-of-focus. We demonstrate endoscopic imaging 

both in resected human lung specimens and in sheep airways in vivo. The combination of the 

superior resolution and higher imaging depth-of-focus of the nano-optic endoscope will likely 

increase the clinical utility of endoscopic optical imaging. 
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Endoscopic optical imaging using fiber optic catheters has provided numerous 

opportunities for obtaining information from remote, hard-to-reach places with several 

applications including medical imaging. In particular, endoscopic optical coherence tomography 

(OCT)1,2, capable of providing detailed images of tissue microstructure millimeters deep into the 

tissue, is emerging as a promising tool for detection, diagnosis, and monitoring of disease in 

luminal organs such as the coronary arteries3-5, the gastrointestinal tract6,7, and the pulmonary 

airways8,9. However, despite pressing clinical needs for tools and instruments capable of accurately 

visualizing pathology including the extension of lesions in luminal organs, volumetric endoscopic 

optical imaging techniques have not been translated into routine clinical practice in many 

applications. A likely reason for this, amongst others, is the shortcomings associated with each 

technique. Some imaging modalities such as confocal endomicroscopy provide sufficient 

resolution to visualize tissue structures even at cellular levels but lack adequate penetration depth 

and field-of-view necessary for impact in many clinical applications. Others like conventional 

OCT provide increased depth range and field-of-view but fall short of desired resolution. 

Difficulties associated with optical aberrations and the trade-off between the transverse resolution 

and the depth-of-focus continue to plague clinical adoption. 

OCT was originally developed based on low-coherence interferometry10,11 to acquire 

images of optical scattering from sub-surface tissue structures by measuring the cross-correlation 

function12,13. Demands for high-speed acquisition crucial to wide-field imaging of luminal organs 

led to the advent of Fourier–domain techniques14-18 that measure the spectral density function to 

obtain a depth-resolved line profile of tissue through Fourier transformation with significantly 

improved sensitivity. In practice, the spectral density function is measured using either a 
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broadband light source-interferometer-spectrometer configuration or a wavelength-swept light 

source-interferometer-fast detector configuration. 

Increasing the resolution of OCT systems has been recently the subject of intense 

research19-26. This is typically achieved by using light sources with shorter wavelengths with 

broader bandwidths to improve axial and lateral resolution. However, aside from technical 

difficulties associated with these systems, a fundamental limitation is the greatly increased 

scattering at shorter wavelengths that severely limits light penetration and, in turn, imaging depth 

in tissue20,21. 

Another important concern is that imaging with high lateral resolution by tightly focusing 

the illumination light greatly reduces the depth-of-focus, leading to the maintenance of high lateral 

resolution imaging for only very short depth range. Different approaches have been proposed for 

the extension of depth-of-focus in the endoscopic settings including illumination with multiple 

beams of different focal lengths using a combination of multiple fibers and a complex arrangement 

of miniature optical lenses27 and addition of annular amplitude and/or phase filters to generate 

axially elongated illumination beams23,24. These techniques, however, result in reduced sensitivity 

and a compromise in lateral resolution due to the presence of side lobes. In addition, diffraction-

limited imaging cannot be reached with these techniques due to spherical aberration and 

astigmatism (resulting from azimuthal symmetry of the focusing elements and the filters together 

with asymmetrical curvatures of the protective layers in the optical path). 

Aside from aforementioned modifications and others28,29, OCT catheters typically utilize 

the same basic principle. The optical field delivered through a length of single-mode fiber to the 

distal end of the catheter is redirected and focused into the tissue using either a graded-index 

(GRIN) lens-prism configuration1 (Figure 1a) or an angle-polished ball lens30 (Figure 1b). This 
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optical assembly is encased inside a stationary transparent protective sheath. Images are captured 

by helically scanning the optical beam within the tissue lumen using distal or proximal actuators. 

Although, the simplicity of the basic design has allowed these catheters to be utilized in numerous 

clinical applications, there are several shortcomings. Constraints in the shape of ball lenses 

(fabrication of a miniature lens with arbitrary shape is difficult) and the index profile of GRIN 

lenses (typical manufacturing techniques31 only allow azimuthally-symmetric near quadratic index 

profile with small refractive index contrasts) result in spherical aberrations and thus deviate from 

diffraction-limited focusing. In addition, the presence of multilayered structures in the optical path 

from the fiber facet to the focal point degrades the focusing quality. For example, the protective 

sheath introduces significant astigmatism owing to the different curvatures parallel and 

perpendicular to the catheter axis. Furthermore, optical properties of the output beam such as 

chromatic dispersion and polarization states cannot be modified. These significant limitations 

cannot be rectified in the current OCT catheter designs as the shape and refractive index profile of 

the focusing elements are not readily adjustable. 

Here, we introduce a new class of fiber optic catheters using metalenses32,33 that consist of 

arrays of subwavelength-spaced scatterers at an interface. Based on their geometric parameters 

and distribution, these optical scatterers locally shift the phase of the incident light and shape its 

wavefront, enabling realization of a wide variety of planar optical devices such as metalenses34 

and holograms35,36. The ability to tailor the phase at will with high spatial resolution allows 

metalenses to be free of spherical aberration and astigmatism, overcoming the essential barriers to 

diffraction-limited focusing and imaging. Notably, this technique can be used to achieve high-

quality focusing in any complex medium with arbitrary refractive index profile and geometry. We 

integrate a metalens into the design of an endoscopic OCT catheter (termed nano-optic endoscope, 
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Figure 1c) and demonstrate high-resolution imaging at extended depth-of-focus with no 

requirements for additional acquisition/processing time37 or complex arrangements of optical 

elements27. Crucially, the tailored chromatic dispersion of the metalens in the context of spectral 

interferometry allows for the maintenance of high-resolution imaging significantly beyond the 

Rayleigh range of the incident light. We compare the nano-optic endoscope to a commercial 

GRIN-prism catheter and a ball lens catheter to assess output beam quality and to highlight the 

superior performance of the former. The ability of the nano-optic endoscope to obtain high-

resolution images of sub-surface tissue structures in vivo will likely increase the clinical utility of 

OCT in detection, diagnosis, and monitoring of diseases.  

Nano-optic endoscope design and fabrication. A schematic of the nano-optic endoscope is 

depicted in Figure 2a. Light is delivered and subsequently collected through a length of single 

mode fiber housed within a drive cable and a ferrule with an 8° angle-polished end facet to reduce 

reflections. A prism attached to the ferrule redirects the light towards the metalens, for a side-

viewing catheter suitable for imaging luminal organs. The transmissive metalens comprised of 

amorphous silicon (a-Si) nanopillars on a 170 μm-thick cover glass focuses and collects light to 

and from a target object (e.g. tissue). Figure 2b shows a photographic image of the fabricated nano-

optic endoscope. The optical components at the distal end of the catheter were assembled using a 

custom-built platform comprised of holders for the metalens, fiber, and prism mounted on separate 

translational and rotational stages to ensure accurate alignment. The components were bonded 

using optical adhesive during simultaneous monitoring of the output beam to ensure the optimal 

performance. A glass capsule surrounds the distal end of the optical core to prevent direct contact 

of the rotating probe from the tissue being imaged to protect the distal optics from contamination. 

The protective sheath is known to introduce aberrations including astigmatism owing to its 
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different curvatures parallel and perpendicular to the endoscope axis. This is a common issue of 

the standard OCT catheters. 

We designed the metalens to focus light from the fiber facet (considered as a point source) 

located at (xs, ys, zs) into a diffraction-limited spot at (xf, yf, zf) free from spherical aberrations and 

astigmatism. To accomplish this, the metalens must impart the phase profile φ:    

 lfslchief LLL 
0

2


                                                          (1) 

to null optical path length differences, where Lsl, Llf and Lchief are point source-to-lens, lens-to-focal 

point, and chief ray (the shortest) optical path lengths, respectively, at the design wavelength λ0 = 

1.31 μm (Supplementary Section I). An analytic approach to calculating the required phase profile 

based on ray-tracing is presented in the Supplementary Section I. The chromatic dispersion of the 

metalens is designed such that the focal point shifts only axially (along the propagation axis) with 

wavelength variations. Later we show that such chromatic dispersion enables maintaining high-

resolution imaging in an extended depth range. 

The metalens building blocks, a-Si nanopillars, have a height of 750 nm and varying 

diameters to locally impart the required phase. The azimuthal symmetry of a-Si nanopillars (Figure 

2c) results in nearly polarization-independent metalens given the small range of incident angles 

(Supplementary Section II). This design is suitable for endoscopic optical imaging where light 

exiting the single mode fiber is randomly-polarized due to the constant motion of the fiber during 

imaging. Owing to its high refractive index and low absorption in the near-infrared region, a-Si is 

an ideal material for the nanopillars in order to construct high efficiency metalenses in this 

wavelength range. The high refractive index of a-Si allows closely-packed nanopillars that fulfill 

the Nyquist sampling criterion ( 2NAS  , NA: numerical aperture, S: unit cell size, Figure 2c) with 

negligible near-field coupling. Nanopillars with power transmittance larger than 80% 
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(Supplementary Section II) were selected in our design for high efficiency performance 

(Supplementary Figure S2). Figure 2d shows a scanning electron microscope (SEM) image of a 

metalens fabricated using the conventional top-down approach38,39 (Methods). 

Nano-optic endoscope characterization. We characterized the nano-optic endoscope analytically 

and experimentally. The nano-optic endoscope output beam was modeled using a Fresnel-

Kirchhoff integral analysis (Supplementary Section III) and validated with the intensity profile 

measurements of the output beam. The imaging performance was subsequently assessed by 

modeling the OCT spectral interferometry using the nano-optic endoscope (Supplementary 

Section V) and measuring the imaging resolution and depth-of-focus using a resolution target. 

Detailed analytic models are presented in the Supplementary and measurements are described 

below. 

We measured the three-dimensional intensity profile of the output beam at different 

wavelengths spanning from 1250 to 1370 nm (corresponding to the wavelength range of typical 

OCT light sources) using the setup shown in Figure S4. Figure 3a shows the nano-optic endoscope 

output beam profiles in the tangential plane (corresponding to the region specified with the dashed 

lines in Figure 2a) that are almost identical to those in the sagittal plane (Figure S6a), indicating 

negligible astigmatism. As expected, the focal point shifted axially with changing wavelength. 

Measured focal spots of the nano-optic endoscope in the lateral plane (xy-plane) shown in Figure 

3b had nearly symmetric profiles with 12.7, 8.4, and 7.4 μm full-widths at half-maximum (FWHM) 

at 1250, 1310, and 1370 nm wavelengths, respectively. Higher numerical apertures at longer 

wavelengths due to the focal point axial shift give rise to a reduced focal spot size, consistent with 

our calculations based on the Fresnel-Kirchhoff integral analysis (Figure S3). The measured spot 
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sizes are close to the values predicted using the Fresnel-Kirchhoff integral analysis and the 

diffraction limit (Figure S7). 

Figure 3c and Figure S5 compare the output beam profiles of a commercial GRIN lens 

catheter (Dragonfly OPTIS Imaging Catheter, St. Jude Medical Inc.) and a ball lens catheter 

(Massachusetts General Hospital) with that of the nano-optic endoscope. Significantly larger 

astigmatism, gauged as the distance between focal points in the tangential and sagittal planes, was 

measured for the GRIN lens (410 µm) and the ball lens (722 µm) catheters compared to that of the 

nano-optic endoscope (22 µm).  As evident in Figure 3c, the nano-optic endoscope focal spot 

profile was largely symmetric with appreciably smaller FWHM compared to the profiles of the 

GRIN lens (24 µm, 15 µm FWHMs in the focal plane) and the ball lens (11.6 µm, 35 µm FWHMs 

in the focal plane) catheters. It is difficult to determine the focal plane location for highly 

astigmatic optical beams; we chose the focal plane at the maximum intensity in our measurements. 

Ideally, the output beam profile of the nano-optic endoscope would be compared to that of 

conventional catheters of the same NA. However, the comparison is still valid given that the output 

beam profile of the higher NA nano-optic endoscope is of significantly higher quality despite the 

more noticeable effects of aberrations for higher NA lenses. Figure S5 illustrates more detailed 

beam profiles of the three catheters. 

OCT systems often use refractive lenses with low NAs to image samples with relatively 

long depth-of-focus. Chromatic dispersion of these lenses is typically insignificant. Therefore, the 

spectral interferometry analysis used for reconstruction of scattering amplitudes typically assumes 

a wavelength-independent incident beam40,41. When metalenses are used, this assumption is not 

valid since the chromatic dispersion normally follows that of diffractive optics and is therefore 

significant. Though there are techniques to reduce, increase, or reverse chromatic dispersion 
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property of metalenses to suit specific applications42-44, the effects of chromatic dispersion of the 

metalens must be considered in the spectral interferometry analysis. We present an analytic 

approach to spectral interferometry with chromatic lenses detailed in the Supplementary Section 

V. As summarized in Figure S8, this analysis predicts significantly larger imaging depth-of-focus 

for the nano-optic endoscope compared to the imaging depth-of-focus when an achromatic lens 

with the same NA is used. Spectral interferometry with the nano-optic endoscope uses back-

scattered signals from excitation beams at different wavelengths with varying focal points due to 

the metalens chromatic dispersion. This gives rise to imaging with effective axially-shifted, 

overlapping field distributions with extended depth-of-focus that is larger than that produced by 

an achromatic lens, which is equivalent to a single wavelength excitation beam when determining 

the imaging depth-of-focus. 

To experimentally measure the imaging resolution, we used a phantom comprised of a sub-

wavelength gold line (width: 200 nm, height: 50 nm) on a glass substrate fabricated using electron 

beam lithography (Methods). The nano-optic endoscope was connected to a Fourier-domain OCT 

system45,46 (details of which are provided in the Supplementary Section VI) including a Mach-

Zehnder interferometer driven by a swept-source in the near infrared wavelength range (1240 to 

1350 nm). Resolution in the tangential and sagittal planes was obtained by scanning the target 

pattern across the nano-optic endoscope output beam using an automated translational stage with 

the endoscope axis perpendicular and parallel to the line, respectively. Measurements were 

repeated multiple times for reliable evaluation of the resolution at different depth points. Figure 4a 

shows the measured point spread functions with smallest FWHMs of 6.37 µm (tangential) and 

6.53 µm (sagittal). These values were slightly smaller than predictions likely due to small 

deviations from the linear response of the detector. The modulation transfer functions (MTF), the 
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modulus of Fourier transform of the measured point spread functions, at different depth points are 

shown in Figure 4b. Graphs of measured FWHMs and spatial frequency at 10% modulation 

contrast are shown in Figure 4c. Solid lines and colored regions represent polynomial fits to the 

repeated measurements and standard deviations. Comparison of the results in the tangential and 

sagittal planes indicates small astigmatism (22 µm) likely due to alignment imperfections during 

the endoscope assembly. The lateral resolution appears best at approximately 500 µm from the 

nano-optic endoscope outer surface (along the propagation direction), consistent with our analytic 

predictions. The effective depth-of-focus (the depth range in which FWHMs < 2 FWHMmin) was 

211 µm (tangential) and 315 µm (sagittal), significantly larger than that (90 µm) expected when 

an achromatic lens with the same NA is used (Figure S8b). The increased imaging depth-of-focus 

demonstrates yet another remarkable property of the nano-optic endoscope, namely flexible 

chromatic dispersion that can be utilized to achieve high-resolution imaging at extended depth-of-

focus. Crucially, this outcome is not feasible to realize using refractive lenses. 

Nano-optic endoscope imaging. The nano-optic endoscope can be connected to standard OCT 

systems using a fiber optic rotary joint (FORJ) for endoscopic imaging. To demonstrate the 

imaging quality of the nano-optic endoscope in comparison with that of conventional OCT 

catheters, we performed imaging on fruit flesh (grape) and swine airways ex vivo. The fruit flesh 

exhibits fairly uniform cellular structures with small features (cellular walls) in the lateral and axial 

directions. Illustrated in Figure 5b, the image captured using the nano-optic endoscope is notably 

superior to that acquired using the ball lens catheter (Figure 5a); cellular walls are more clearly 

visualized and small sized cells can be identified in the magnified images obtained using the nano-

optic endoscope in contrast to those of the ball lens catheter. Figure 5c,d show the comparison of 

the images obtained in the swine airway using a conventional ball lens catheter and the nano-optic 
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endoscope. The clear delineation of the layers of the airway wall and the visualization of fine 

glands in the bronchial mucosa (arrow) further highlight the superior image quality of the nano-

optic endoscope when compared to the corresponding images obtained with the conventional OCT 

catheter. 

We tested the nano-optic endoscope in surgically resected human lung tissue specimens ex 

vivo and in the pulmonary airways of sheep in vivo. The Partners Human Research Committee 

Institutional Review Board (IRB) approved ex vivo imaging of human lung specimens (protocol 

2010-P-002214/1) and the Institutional Animal Care and Use Committee (IACUC) at 

Massachusetts General Hospital approved the in vivo endoscopic OCT of the sheep (protocol 

2014N000048).  

The freshly excised lung tissue obtained from a patient with a lung nodule was inflated for 

imaging. OCT images of airways and alveolar structures were captured by inserting the nano-optic 

endoscope into the lungs both endobronchially and directly into the parenchyma. Figure 6a shows 

an image captured from a normal appearing airway. Features of the airway wall are clearly visible 

including the epithelium, basement membrane, and cartilage. Figure 6b shows a distal bronchiole 

through which multiple layers of small alveolar structures are visualized. In Figure 6c, obtained 

from regions of abnormality on OCT, fine signal void structures are visible that correspond to 

irregular glands indicating the presence of adenocarcinoma47. Though the dimensions of these 

irregular glands approach the lateral resolution of conventional OCT catheters, they are clearly 

distinguishable with the nano-optic endoscope due to its superior resolution. 

For preliminary evaluation of the nano-optic endoscope performance in vivo, we conducted 

a preclinical endobronchial OCT study in living sheep. The nano-optic endoscope was inserted 

through an endotracheal tube into the pulmonary airways. In vivo endobronchial imaging was 
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performed at multiple sites in the tracheobronchial tree. An example image is provided in Figure 

6d highlighting features in the airway wall microstructure including the epithelium, basement 

membrane, blood vessel, and cartilage, and of the surrounding parenchyma where alveoli are 

clearly observed. Artifacts due to non-uniform rotational distortion were observed in a very small 

number of frames and only in instances when the endoscope was subjected to sharp and highly 

tortuous paths. Similar artifacts are commonly observed when using conventional OCT catheters 

in difficult-to-reach locations. This preclinical evaluation of nano-optic endoscope indicated no 

significant flaws in the design for in vivo endoscopic imaging.  

Endoscopic OCT provides a wealth of information about the tissue sub-surface structures. 

However, the resolution and contrast of current endoscopic OCT are not sufficient for several 

applications. For example in lung nodules, although endoscopic OCT is able to readily detect 

squamous cell carcinoma due to the presence of large (> 0.2 mm) nests of malignant cells48, it can 

be challenging to accurately detect and diagnose adenocarcinoma where the characteristic atypical 

glandular features approach the resolution limits of such imaging systems. Improvements in the 

resolution and imaging depth of endoscopic OCT systems are crucial to increasing clinical utility. 

We speculate that the nano-optic endoscope will elevate the capabilities of endoscopic OCT in 

examining fine pathological changes in luminal tissue. Future clinically-oriented studies may 

assess this hypothesis.  

The outer diameter of the fabricated nano-optic endoscope presented in this work is 2.8 

mm, larger than the sizes of OCT catheters typically used for endoscopic imaging of pulmonary 

airways and coronary arteries. The dimensions of the current nano-optic endoscope were chosen 

based on the availability of off-the-shelve components and for ease of endoscope assembly. 
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However, there is no essential limitation to further miniaturization of the nano-optic endoscope, 

even to sub-millimeter diameters similar to other imaging catheters.  

Conclusions. The versatility and design flexibility of the nano-optic endoscope enable new 

functionalities that are unattainable using conventional catheter fabrication techniques. One such 

example, as demonstrated in this paper, is the ability to achieve high-resolution imaging through 

precise control of the phase of light to overcome spherical aberrations and astigmatism. High 

resolving power is among the most important advantages of optical imaging over other common 

medical imaging techniques such as sonography. Owing to its high quality output beam and 

dispersion management, our nano-optic endoscope demonstrates high-resolution endoscopic 

imaging in vivo at extended depth-of-focus.  

The ability to control other properties of output light such as the polarization state enables 

a host of other applications, implausible to achieve using conventional catheters. Several tissues, 

such as smooth muscle49, collagen, either innate or in fibrosis50, and blood vessels51 have 

constituent structures highly-organized in one particular direction. Polarization-sensitive imaging 

can differentiate these structures from surrounding tissue by detecting their innate birefringence 

and optic axis. However, determination of optic axis orientation is difficult in endoscopic imaging 

as the light exiting the catheter has an unknown polarization state due to fiber motion. Nano-optic 

endoscopes using polarization-sensitive metalenses can overcome these difficulties, enabling 

optical axis determination with no ambiguity. Further extension of imaging depth-of-focus using 

light sources with broader bandwidths and additional manipulation of metalens chromatic 

dispersion is another important example. The unique properties of nano-optic endoscopes may also 

benefit other endoscopic optical imaging modalities such as confocal endomicroscopy for 

improved capabilities.  
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Methods 

Fabrication process. The metalenses were fabricated using lithographic techniques38,39. A 750 

nm-thick a-Si layer was deposited on a 170 µm-thick glass substrate using plasma-enhanced 

chemical vapor deposition (PECVD). The sample was spin-coated with a double layer of positive 

electron beam resist (MicroChem, PMMA495K A4 and PMMA950K A2) and an additional layer 

of conductive polymer (Showa Denko, ESPACER 300) to avoid charging effects during electron 

beam lithography (EBL). Nanopillar mask patterns were defined using EBL (Elionix, ELS-F125) 

followed by developing in MIBK:IPA and then deposition of a 30 nm-thick aluminum layer by 

thermal evaporation and lift-off. Inductively coupled plasma-reactive ion etching (ICP-RIE) was 

used to etch the nanopillar structures. Anisotropic etching was achieved using a mixture of SF6 

and C4F8. The aluminum mask was eventually removed by immersing the sample in the developer 

(Shipley, MF319). The overall size of the fabricated metalens was approximately 290 μm × 290 

μm. 

The fabrication of the resolution target included spin-coating of a 500 μm-thick quartz 

substrate with a positive electron beam resist layer (Zeon Chemicals, ZEP520A) and a conductive 
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polymer layer (Showa Denko, ESPACER 300) and defining the pattern using EBL followed by 

deposition of a 50 nm-thick gold layer by thermal evaporation and lift-off. 

OCT data processing. Structural OCT images were generated by standard processing techniques 

as previously described46. Processing includes fast Fourier transform (FFT) of the background-

subtracted raw data, re-centering and zeroing the negative-portion of the data to remove depth 

degeneracy, and compensating dispersion and linearizing k-space mathematically. The square root 

of squares of signals from two polarization channels in logarithmic scale represents OCT structural 

images. 
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Figure 1 | Different endoscopic OCT catheter designs. a, b, Schematics of 

standard graded-index (GRIN) lens (a) and ball lens (b) OCT catheters. The output 

beams of these catheters (a, b) suffer from astigmatism primarily due to the 

presence of the cylindrical outer protective sheath with asymmetric curvatures in 

the transverse plane. c, Schematic of our nano-optic endoscope that uses a metalens 

to achieve near diffraction-limited focusing. SMF: single-mode fiber; NCF: no-core 

fiber. 
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Figure 2 | Nano-optic endoscope design and fabrication. a, Schematic of the 

nano-optic endoscope. The metalens was designed to image a point source at (xs, 

ys, zs) to a diffraction-limited spot at (xf, yf, zf) with working distance WD = 0.5 mm. 

b, Photographic image of the distal end of the nano-optic endoscope. c, Schematic 

of an individual metalens building block consisting of an amorphous silicon (a-Si) 

nanopillar on a glass substrate. The nanopillars have height H = 750 nm and are 

arranged in a square lattice with unit cell size S = 400 nm. Phase imparted by a 

nanopillar controlled by its diameter (D). d, Scanning electron micrograph image 

of a portion of a fabricated metalens. 
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Figure 3 | Optical characterization of the nano-optic endoscope and 

conventional OCT catheters. a, Measured intensity distribution of the nano-optic 

endoscope along the propagation direction in the yz-plane (coordinates shown in 

Figure 2a) at λ = 1250, 1310, and 1370 nm. b, Focal spot profiles of the nano-optic 

endoscope at corresponding wavelengths. c,  Focal spot profiles of a graded-index 

(GRIN) OCT catheter, a ball lens OCT catheter, and the nano-optic endoscope at 

1310 nm wavelength. The incorporation of the metalens as the focusing element 

enables tighter focus with negligible astigmatism. 
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Figure 4 | Resolution measurements of the nano-optic endoscope. a, Measured 

profiles of resolution target with the smallest full-widths at half maximum 

(FWHM) in the tangential and sagittal planes. b, Measured modulation transfer 

functions at different depth points in the tangential and sagittal planes. c, FWHM 

and spatial frequency at 10% modulation contrast with respect to the depth in the 

tangential and sagittal planes. Colored regions and solid lines indicate standard 

deviations and polynomial fits to the repeated (n = 5) measurements, respectively.  
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Figure 5 | Comparison of OCT images obtained using the nano-optic 

endoscope and a conventional OCT catheter. OCT images of fruit flesh (grape) 

obtained using a ball lens catheter (a) and the nano-optic endoscope (b). Ex vivo 

images of swine airway using a ball lens catheter (c) and the nano-optic endoscope 

(d). All scale bars are 500 µm. 
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Figure 6 | In vivo and ex vivo endoscopic OCT using the nano-optic endoscope. 

a-d Endoscopic imaging of ex vivo human lung resections (a, b, c) and in vivo in 

the upper airways of sheep (d) using the nano-optic endoscope. Structural features 

of lung tissue were clearly visible in the magnified OCT images (center column) 

including moderately scattering epithelium (epi), highly scattering basement 

membrane (bm), cartilage (car), blood vessel (ves), and alveoli (alv). Fine features, 

including the small irregular glands (g), the hallmark of adenocarcinoma, can be 

discerned. Representative histological images are provided in the right column. All 

scale bars are 500 µm. 
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