Adherence of hip and knee arthroplasty studies to RSA standardization guidelines: A systematic review

Citation

Published Version
doi:10.3109/17453674.2014.934187

Permanent link
http://nrs.harvard.edu/urn-3:HUL.InstRepos:13347623

Terms of Use
This article was downloaded from Harvard University’s DASH repository, and is made available under the terms and conditions applicable to Other Posted Material, as set forth at http://nrs.harvard.edu/urn-3:HUL.InstRepos:dash.current.terms-of-use#LAA

Share Your Story
The Harvard community has made this article openly available. Please share how this access benefits you. Submit a story.

Accessibility
Adherence of hip and knee arthroplasty studies to RSA standardization guidelines
A systematic review

Rami Madanat1, 3, Tatu J Mäkinen1, Hannu T Aro2, Charles Bragdon3, and Henrik Malchau3

1Helsinki University Central Hospital, Helsinki; 2Turku University Hospital and University of Turku, Turku, Finland; 3Harris Orthopaedic Laboratory, Massachusetts General Hospital, Harvard Medical School, Boston, MA, USA.
Correspondence: rami.madanat@hus.fi
Submitted 13-08-19. Accepted 14-03-21

Background and purpose — Guidelines for standardization of radiostereometry (RSA) of implants were published in 2005 to facilitate comparison of outcomes between various research groups. In this systematic review, we determined how well studies have adhered to these guidelines.

Methods — We carried out a literature search to identify all articles published between January 2000 and December 2011 that used RSA in the evaluation of hip or knee prosthesis migration. 2 investigators independently evaluated each of the studies for adherence to the 13 individual guideline items. Since some of the 13 points included more than 1 criterion, studies were assessed on whether each point was fully met, partially met, or not met.

Results — 153 studies that met our inclusion criteria were identified. 61 of these were published before the guidelines were introduced (2000–2005) and 92 after the guidelines were introduced (2006–2011). The methodological quality of RSA studies clearly improved from 2000 to 2011. None of the studies fully met all 13 guidelines. Nearly half (43) of the studies published after the guidelines demonstrated a high methodological quality and adhered at least partially to 10 of the 13 guidelines, whereas less than one-fifth (11) of the studies published before the guidelines had the same methodological quality. Commonly unaddressed guideline items were related to imaging methodology, determination of precision from double examinations, and also mean error of rigid-body fitting and condition number cutoff levels.

Interpretation — The guidelines have improved methodological reporting in RSA studies, but adherence to these guidelines is still relatively low. There is a need to update and clarify the guidelines for clinical hip and knee arthroplasty RSA studies.

Since the introduction of radiostereometry (RSA) in 1974, the method has continuously proven to be a valuable tool in the assessment of migration following hip and knee arthroplasty.

Although the importance of a stepwise introduction of new orthopedic implants was presented in 1995 (Malchau 1995), only recently has it been fully acknowledged that deletion of some of these crucial steps can have catastrophic consequences (Kärrholm 2012). The phased or stepwise introduction process is based on the hypothesis that a more precise and careful evaluation of new implants will reduce the number of patients at risk of unexpected failures. There are 4 suggested steps to this process (Malchau 1995). The initial step involves preclinical implant testing. After this, the first clinical step consists of prospective randomized studies that use RSA. The second clinical step involves multicenter studies and the final step is composed of registry studies.

The detection of early migration or accelerated wear using RSA are ways of predicting early implant failure, and are therefore important components of this stepwise introduction process (Kärrholm 2012). Although RSA would probably not have been able to forecast some of the problems related to the metal-on-metal articulation, it could have prevented the premature introduction of Boneloc cement. When Boneloc was introduced, the Norwegian Arthroplasty Register needed more than 1,000 patients before it could be proven to be an inferior cement based on a higher revision rate compared to regular bone cement (Havelin et al. 1995). Using RSA only, 30 patients were included in a study that—already after 6 months—showed that Boneloc-cemented implants were clearly less stable than those with conventional bone cement (Thanner et al. 1995). If Boneloc had been studied with RSA prior to being released onto the market, thousands of patients would have been spared from early revision. There are several other examples of poor orthopedic implants or materials that should have been tested with RSA prior to widespread release (Muirhead-Allwood 1998, Norton et al. 2002). In the past, many serious problems initially manifested as low-incidence events but only later proved to be the tip of the iceberg (Mal-
ysis, radiostereometry, roentgen stereophotogrammetric analysis included the following terms: radiostereometric analysis of hip or knee prosthesis migration or wear. The search was performed according to the PRISMA statement (Figure 1).

2 investigators (RM and TJM) independently evaluated each of the studies for adherence to the 13 individual guideline points (Table 1). Since most of the 13 guideline points included more than 1 issue that needed to be addressed, the individual guidelines were divided into subcategories (A to D) to facilitate the evaluation process. Studies were then assessed on whether each guideline was fully met, partially met, or not met. Other information collected from the studies regarding publication were the name of the journal, geographical region based on first author (Nordic countries, rest of Europe, USA/Canada, Australia) and the year of publication. We also collected data on the main study question (whether the study assessed hip or knee arthroplasty migration or wear), study design (retrospective, prospective cohort, or RCT), the period of data collection, the percentage of patients for whom RSA was not successful, and the formula used to calculate confidence intervals. Disagreement was resolved by consensus.

Material and methods

We carried out a literature search using OVID Medline, the OVID Cochrane central register of controlled trials, and SCOPUS Embase to identify all articles published between January 2000 and December 2011 that used RSA in the evaluation of hip or knee prosthesis migration or wear. The search strategy included the following terms: radiostereometric analysis, radiostereometry, roentgen stereophotogrammetric analysis, RSA, hip, and knee. Only English language clinical studies with at least 2 follow-up time points were included. Case reports were excluded. Study identification was performed according to the PRISMA statement (Figure 1).

With the increasing importance of RSA, it has also been recognized that reporting of RSA outcomes should be standardized. The guidelines for standardization of radiostereometry of implants were published in August 2005, to facilitate comparison of RSA outcomes reported from different centers (Valstar et al. 2005). In that paper, an appendix of 13 main items that should be used to account for the results of a clinical RSA study is outlined. Furthermore, since RSA is a highly technical method, the reliability and reproducibility of a study can only be assessed when all standardized output items have been adequately addressed.

We investigated whether the RSA guidelines have resulted in improved methodological reporting in clinical RSA studies of hip and knee arthroplasty. We also assessed the overall level of adherence to each of the individual guidelines following their introduction.

### Table 1. List of the 13 guidelines and subcategories used to evaluate study adherence (adapted from Valstar et al. 2005)

<table>
<thead>
<tr>
<th>Guideline number</th>
<th>Guideline</th>
</tr>
</thead>
<tbody>
<tr>
<td>1 A</td>
<td>Translation units in millimeters</td>
</tr>
<tr>
<td>1 B</td>
<td>Rotation units in degrees</td>
</tr>
<tr>
<td>2 A</td>
<td>Accuracy presented</td>
</tr>
<tr>
<td>2 B</td>
<td>Precision presented</td>
</tr>
<tr>
<td>2 C</td>
<td>Measurement interval mentioned</td>
</tr>
<tr>
<td>2 D</td>
<td>Window of tolerance mentioned</td>
</tr>
<tr>
<td>3 A</td>
<td>Type of calibration cage mentioned</td>
</tr>
<tr>
<td>4 A</td>
<td>Fixed or portable X-ray sources used</td>
</tr>
<tr>
<td>5 A</td>
<td>Subject positioning described</td>
</tr>
<tr>
<td>5 B</td>
<td>Orientation of global coordinate system presented</td>
</tr>
<tr>
<td>5 C</td>
<td>Method of image acquisition stated</td>
</tr>
<tr>
<td>5 D</td>
<td>Scanner or system details mentioned</td>
</tr>
<tr>
<td>7 A</td>
<td>Software name mentioned</td>
</tr>
<tr>
<td>7 B</td>
<td>Software version mentioned</td>
</tr>
<tr>
<td>8 A</td>
<td>Marker size mentioned</td>
</tr>
<tr>
<td>8 B</td>
<td>Marker size validated (or manufacturer mentioned)</td>
</tr>
<tr>
<td>9 A</td>
<td>RSA method mentioned (marker, model, etc.)</td>
</tr>
<tr>
<td>10 A</td>
<td>Cutoff level for condition number noted</td>
</tr>
<tr>
<td>10 B</td>
<td>Cutoff level for mean error of rigid-body fitting noted</td>
</tr>
<tr>
<td>11 A</td>
<td>Rigid-body fixed frame defined</td>
</tr>
<tr>
<td>11 B</td>
<td>Angular rotation sequence mentioned if relevant</td>
</tr>
<tr>
<td>12 A</td>
<td>Precision determined using double examinations</td>
</tr>
<tr>
<td>12 B</td>
<td>Double examinations of all patients performed</td>
</tr>
<tr>
<td>13 A</td>
<td>All 6 degrees of freedom reported</td>
</tr>
<tr>
<td>13 B</td>
<td>Point or segment motion used</td>
</tr>
<tr>
<td>13 C</td>
<td>Point(s) used to measure translation indicated</td>
</tr>
</tbody>
</table>
Results

153 studies that met our inclusion criteria were identified (Figure 1). 61 of these were published before the guidelines (2000 to 2005) and the remaining 92 after the guidelines (2006 to 2011). 96 studies evaluated hip arthroplasty and 57 studies evaluated knee arthroplasty. Most of the studies (121) used RSA to assess migration and 22 studies used RSA to evaluate wear. Only 10 studies used RSA to measure both wear and migration. Over half of the studies were randomized controlled trials (81 studies), the remainder consisted largely of prospective cohort studies (66 studies), and a few were retrospective studies (6 studies).

None of the studies fully met all 13 guidelines. Only 7 studies published after the guidelines showed partial adherence to all guidelines. The highest number of guidelines fully met was 10 and this was achieved in 8 studies, all of which were published after the guidelines. Almost half of the studies published after the guidelines (43) showed partial adherence to 10 of 13 guidelines, and accordingly we selected this adherence level to mean high adherence. As expected, the methodological quality of the RSA studies published before the guidelines was low, with less than one-fifth (11) of the studies partially fulfilling 10 of 13 guideline items.

The methodological quality of studies clearly improved from 2000 to 2011 (Figure 2). The proportion of studies with high adherence increased almost 3-fold when we compared the means of time periods before and after the guidelines. The annual number of publications included in the analysis varied from 6 to 26. The largest number of publications was from 2006, during which a special Radiostereometric Analysis in Orthopaedic Surgery symposium issue of Clinical Orthopaedics and Related Research was published.

Following introduction of the RSA guidelines, the items with highest adherence were guideline 1 (measurement units), 9 (RSA method), and 11 (rigid-body fixed coordinate frames and angular rotation sequence) whereas those with poorest adherence were 3 (type of calibration cage), 4 (fixed or portable X-ray source), 6 (image acquisition method and system details), and 10 (cutoff level for condition number or CN and mean error of rigid-body fitting or ME) (Figure 3). Guideline 2 (accuracy, precision, measurement interval, and window of tolerance) generally only had partial adherence. Although the level of precision was presented in 60 studies (65%), the level of accuracy was only mentioned in 12 studies (13%). The measurement interval was mentioned in all studies, but the window of tolerance was generally only mentioned for the postoperative examination and was usually a one-week window. Surprisingly, 35 studies did not mention the window of tolerance for any of the RSA examinations. Only 2 studies mentioned the window of tolerance for RSA examinations after the postoperative examination and used a 5–10% tolerance limit.

Most of the studies evaluated were from Nordic countries, and these also had the highest level of adherence to the RSA guidelines when compared to the other geographical regions (Table 2). Similarly, the majority of the studies were published in Acta Orthopaedica (Table 3).
Table 3. Adherence of studies published during 2006–2011 to the RSA guidelines according to journal

<table>
<thead>
<tr>
<th>Journal</th>
<th>Total no. of studies</th>
<th>No. of studies with high adherence a</th>
</tr>
</thead>
<tbody>
<tr>
<td>Acta Orthopaedica</td>
<td>23</td>
<td>9</td>
</tr>
<tr>
<td>Clinical Orthopaedics and Related Research</td>
<td>18</td>
<td>12</td>
</tr>
<tr>
<td>Journal of Arthroplasty</td>
<td>13</td>
<td>4</td>
</tr>
<tr>
<td>Journal of Bone and Joint Surgery (British Volume)</td>
<td>12</td>
<td>3</td>
</tr>
<tr>
<td>International Orthopaedics</td>
<td>6</td>
<td>2</td>
</tr>
<tr>
<td>The Knee</td>
<td>4</td>
<td>2</td>
</tr>
<tr>
<td>Other b</td>
<td>16</td>
<td>11</td>
</tr>
</tbody>
</table>

a Partial or full adherence to at least 10 of 13 RSA guidelines.
b 11 journals with 2 publications or less that met the inclusion criteria during the study period.

The proportion of patients for whom RSA was not successful was difficult to extract from most of the studies, especially from studies that included patients with bilateral arthroplasty procedures. From the 75 studies published after the guidelines with available data, RSA was not successful in 8% of knee arthroplasty patients and in 12% of hip arthroplasty patients. Furthermore, there was no mention of how the confidence interval (CI)—and hence precision of the method—was calculated in 34 studies. The remaining studies that did report these data used heterogeneous but accepted methods for calculating the confidence interval, with some studies reporting the 99% CI while others used the 95% CI. More than half of the studies published from 2006 to 2011 clearly mentioned the time period of patient recruitment, but this information was lacking in 43 studies.

Discussion

The guidelines for standardization of radiostereometry of implants have clearly improved the methodological reporting in RSA studies during the last decade. Nevertheless, the overall level of adherence to the guidelines is still low. We believe that low adherence to some of the guidelines was due to oversight—or to the assumption that the reader is already aware of the methodological details. Examples of this include not mentioning the type of calibration cage, the image acquisition method, or whether a fixed or portable X-ray source was used. However, some guidelines such as the cutoff level for condition number and mean error of rigid-body fitting are more crucial to understanding of the validity of the results and consequently their clinical significance. Furthermore, the stability and distribution of RSA markers within a rigid body will influence the accuracy of the motion calculation and may affect the conclusions drawn from the study.

Guideline 2 (accuracy, precision, measurement interval, and window of tolerance) generally only had partial adherence. Although the level of precision was presented in 65% of the studies published after the guidelines, double examinations of all patients were performed in only 18% of these. This raises the question of whether it is reasonable to demand this, or if it would be sufficient to perform double examinations on a random selection of subcohort of the patients in a study. Similarly, the level of accuracy was only mentioned in 13% of the studies published after 2005. It is also noteworthy that several studies used the term accuracy to mean clinical precision. The measurement of true RSA accuracy requires data from phantom studies and although this information is important, it is not as clinically relevant as precision data from double examinations, which define the true clinical accuracy.

As expected, most of the RSA studies were from Nordic countries where the adherence to guidelines was also highest, probably for historical reasons. Journals with fewer RSA studies tended to have higher adherence. This could be due to more stringent enforcement during the peer review process, since the RSA method is less familiar to the reviewers of these journals. On the other hand, studies published in Clinical Orthopaedics and Related Research also showed a high level of adherence. This was clearly influenced by the RSA symposium issue published in 2006, which may have undergone a more stringent review process due to the special focus of the issue, and also as it was published soon after the guidelines.

Some information that is currently not included in the RSA guidelines is the proportion of patients for whom RSA was not successful. We feel that these data are important for 2 reasons: firstly, because this information is crucial in understanding the clinical relevance of the data; and secondly, because this information is valuable to other researchers when planning similar studies.

As model-based RSA is becoming more popular, it is necessary to also include parameters that give an indication of the quality of the data obtained. An example of this could be the difference value (DIF) that is used in MBRSA software (RSAcore, Leiden, the Netherlands), which is a surrogate for the difference of the actual implant contour and the virtual contour. Inclusion of such quality control parameters would further standardize new developments in the RSA methodology.

The strengths of this systematic review include the large number of studies included (153) over a 12-year period. This enabled us to gain a general understanding of the trends in adherence over time. To our knowledge, this type of study has not been published previously. One limitation of the study is that no attempt was made to contact the authors of the papers. This might have allowed us to obtain more information about some aspects of guideline adherence that could not be assessed from the papers directly. On the other hand, our aim was to assess adherence to guidelines based on the information available from publications. Another limitation of the present study is that it only assessed hip and knee arthroplasty studies and excluded studies related to other applications such as spinal fusion or fracture studies. Although these other applications...
Table 4. Suggested presentation of standardized output for a clinical RSA study

<table>
<thead>
<tr>
<th>Items relevant to the Materials and Methods section of the study</th>
</tr>
</thead>
<tbody>
<tr>
<td>Time period of patient recruitment</td>
</tr>
<tr>
<td>Positioning of subject and calibration cage</td>
</tr>
<tr>
<td>Orientation of the global coordinate system (consider a diagram)</td>
</tr>
<tr>
<td>Rigid body fixed coordinate frames defined</td>
</tr>
<tr>
<td>RSA method (marker-based, geometrical or model-based) and version of RSA software</td>
</tr>
<tr>
<td>Units used for translation millimeters and the units for rotations degrees</td>
</tr>
<tr>
<td>Measurement interval</td>
</tr>
<tr>
<td>The points used to measure translation indicated (consider an x-ray or diagram)</td>
</tr>
<tr>
<td>Translations and angular rotations with all six degrees of freedom if applicable</td>
</tr>
<tr>
<td>Clinical precision</td>
</tr>
<tr>
<td>Number of patients for whom RSA was not successful</td>
</tr>
</tbody>
</table>

<table>
<thead>
<tr>
<th>Items to be mentioned in an appendix of the study</th>
</tr>
</thead>
<tbody>
<tr>
<td>Accuracy of the arrangement (if phantom studies have been performed)</td>
</tr>
<tr>
<td>Size and manufacturer of RSA markers</td>
</tr>
<tr>
<td>Type and manufacturer of calibration cage</td>
</tr>
<tr>
<td>Fixed or portable x-ray sources and manufacturer</td>
</tr>
<tr>
<td>Radiographic exposure settings (kV and mAs)</td>
</tr>
<tr>
<td>Window of tolerance for both postoperative and follow-up RSA examinations (days/weeks)</td>
</tr>
<tr>
<td>Method of image acquisition and scanner or system details as well as image resolution</td>
</tr>
<tr>
<td>Number of patients for whom double examinations were performed</td>
</tr>
<tr>
<td>Cut-off level for CN and ME</td>
</tr>
<tr>
<td>Formula used to calculate confidence interval for precision</td>
</tr>
<tr>
<td>Angular rotation sequence defined (if relevant)</td>
</tr>
</tbody>
</table>

of RSA are also relevant, we decided to focus on the 2 main applications of RSA.

In summary, RSA is important to ensure a safe yet effective stepwise introduction of new implants. New developments in RSA have enabled faster analysis and even measurement of marker-free implants. The RSA guidelines are an integral part of the methodology. Our study demonstrated that the guidelines have clearly had a positive effect on the methodological quality of RSA publications, but there is still room for improvement. The next step is to update, simplify, and clarify the guidelines and also promote their use in the peer review process. In future RSA publications, we suggest that an appendix, similar to the one shown in Table 4, be included in all future RSA publications.

RM and TJM collected the data and carried out the data analysis. All authors participated in the design of the study and in preparation of the manuscript.

We thank information specialist Tiina Heino of Helsinki University Library for assistance with the literature search.

HM is a stockowner and board member in RSA Biomedical Inc. This study was supported by grants from the Swedish Cultural Foundation in Finland, the Jane and Aatos Erkko Foundation, the Paulo Foundation, and the Finnish Medical Foundation.


van Doorn W J, ten Have B L, van Biezen F C, Hop W C, Ginja A Z, Ver- 
haar J A. Migration of the femoral stem after impaction bone grafting. First 
results of an ongoing, randomised study of the Exeter and Elite Plus femo- 
84 (6): 825-31.

van Strien T, van der Linden-van der Zwaag E, Kaptein B, van Eerkel A, Val- 
estar E, Nelissen R. Computer assisted versus conventional cemented total 
knee prostheses alignment accuracy and micromotion of the tibial compo-

don Schewelov T, Sanzén L, Onsten I, Carlsson A. Catastrophic failure of 
an uncremented acetabular component due to high wear and osteolysis: 
an analysis of 154 omnifit prostheses with mean 6-year follow-up. Acta 

don Schewelov T, Sanzén L, Onsten I, Carlsson A, Besjakov J. Total hip 
replacement with a zirconium oxide ceramic femoral head: a randomised 
roentgen stereophotogrammetric study. J Bone Joint Surg (Br) 2005; 87 
(12): 1631-5.

don Schewelov T, Onsten I, Markusspon P, Carlsson A. Weight bearing radio-
graphs are not necessary for measurement of polyethylene penetration in 
total hip prostheses: a radiostereometric study of 111 patients examined in 

don Schewelov T, Besjakov J, Sanzén L, Carlsson A. A clinical and radioste-
roemetric study of the cemented PFC-sigma prosthesis: a 5-year study of 

don Schewelov T, Sanzén L, Besjakov J, Carlsson A. The Elite-Plus stem 
migrates more than the flanged Charnley stem. Acta Orthop 2010; 81 (3): 
280-5.

Wilson D A, Astephen J L, Hennigar A W, Dunbar M J. Inducible displace-
ment of a trabecular metal tibial monoblock component. J Arthroplasty 

Wolf O, Mattsson P, Milbrink J, Larsson S, Mallmin H. Periprosthetic bone 
mineral density and fixation of the uncremented CLS stem related to dif-
ferent weight bearing regimes: A randomized study using DXA and RSA in 

Wolf O, Milbrink J, Larsson S, Mattsson P, Mallmin H. The optimal timing of 
baseline radiostereometric analysis of uncremented press fit cups. Scand J 

Wolf O, Mattsson P, Milbrink J, Larsson S, Mallmin H. The effects of differ-
ent weight-bearing regimes on press-fit cup stability: a randomised study 
with five years of follow-up using radiostereometry. Int Orthop 2012; 36 

Wolterbeek N, Garling E H, Mertens B J, Nelissen R G, Valstar E R. Kine-
matics and early migration in single-radius mobile- and fixed-bearing total 

Zampelis V, Ormstein E, Franzén H, Attrosi J. First-time revision using 
impacted morsellised allograft bone with a cemented Exeter stem: radio-
 stereometric analysis of stem migration over nine years. J Bone Joint Surg 
(Br) 2011; 93 (6): 746-50.

Zhou Z K, Li M G, Börlin N, Wood D J, Nivbrant B. No increased migra-
tion in cups with ceramic-on-ceramic bearing: an RSA study. Clin Orthop 